Detection of Carbohydrates and Steroids by Cation-Enhanced Nanostructure-Initiator Mass Spectrometry (NIMS) for Biofluid Analysis and Tissue Imaging

Gary J. Patti,† Hin-Koon Woo,† Oscar Yanes,† Leah Shriver,‡ Diane Thomas,‡ Wilasinee Uritboonthai,† Junefredo V. Apon,† Rick Steenwyk,§ Marianne Manchester,‡ and Gary Siuzdak*†

Department of Molecular Biology, Scripps Center for Mass Spectrometry, The Scripps Research Institute, 10550 North Torrey Pines Road, La Jolla, California 92037, and Department of Cell Biology, The Scripps Research Institute, 10550 North Torrey Pines Road, La Jolla, California 92037

Nanostructure-initiator mass spectrometry (NIMS) is a highly sensitive, matrix-free technique that is well suited for biofluid analysis and imaging of biological tissues. Here we provide a new technical variation of NIMS to analyze carbohydrates and steroids, molecules that are challenging to detect with traditional mass spectrometric approaches. Analysis of carbohydrates and steroids was accomplished by spray depositing NaCl or AgNO₃ on the NIMS porous silicon surface to provide a uniform environment rich with cationization agents prior to desorption of the fluorinated polymer initiator. Laser desorption/ionization of the ion-coated NIMS surface allowed for Na⁺ cationization of carbohydrates and Ag⁺ cationization of steroids. The reliability of the approach is quantitatively demonstrated with a calibration curve over the physiological range of glucose and cholesterol concentrations in human serum (1–200 μM). Additionally, we illustrate the sensitivity of the method by showing its ability to detect carbohydrates and steroids down to the 800-amol and 100-fmol levels, respectively. The technique developed is well suited for tissue imaging of biologically significant metabolites such as sucrose and cholesterol. To highlight its applicability, we used cation-enhanced NIMS to image the distribution of sucrose in a Gerbera jamesonii flower stem and the distribution of cholesterol in a mouse brain. The flower stem and brain sections were placed directly on the ion-coated NIMS surface without further preparation and analyzed directly. The overall results reported underscore the potential of NIMS to analyze and image chemically diverse compounds that have been traditionally challenging to observe with mass spectrometry-based techniques.

Mass spectrometry imaging (MSI) is emerging as a powerful technique to probe the distribution of molecules within biological systems.¹⁻³ The molecular specificity of MSI offers significant advantages over traditional imaging techniques such as fluorescence microscopy, electron microscopy, and radiography. MSI has proven important to understanding tumor pathology,⁴ biomarkers,⁵,⁶ drug distribution,⁷⁻⁹ and changes in the chemical organization of tissues under a variety of therapeutic conditions.¹⁰⁻¹⁵ The applicability of MSI depends largely upon several parameters including sample preparation, method of ionization, sensitivity, resolution, and speed of the analysis. Various MSI strategies have been employed including matrix-assisted laser desorption/ionization (MALDI),¹¹¹³¹⁴ atmospheric pressure-MALDI (AP-MALDI),¹⁵,¹⁶ time-of-flight secondary ion mass spectrometry (TOF-SIMS),¹⁷,¹⁸ desorption electrospray ionization (DESI),¹⁹ and laser ablation (MALDI)²⁰⁻²⁲.


* Corresponding author. Phone: (858) 784-9415. Fax: (858) 784-9496. E-mail: siuzdak@scripps.edu.
† Department of Molecular Biology, Scripps Center for Mass Spectrometry.
‡ Department of Cell Biology.
§ Present address: Pfizer Global Research and Development.

Published on Web 12/04/2009

Analytical Chemistry, Vol. 82, No. 1, January 1, 2010 121
electrospray ionization (LAESI). While each technique offers unique advantages, MALDI is currently the most commonly used imaging approach.

MALDI has been used to image organic compounds, peptides, proteins, drugs, and metabolites. In typical MALDI experiments, the analyte is mixed and cocrySTALLized with an organic matrix that absorbs ultraviolet (UV) energy. Although the detailed desorption/ionization mechanism is not clear, it is generally believed that the matrix transfers energy from the laser to the analyte, thereby inducing desorption and ionization. The requirement of an organic matrix, however, greatly limits the application of MALDI for the detection of small molecules given the background interference of matrix molecules at low-mass range. As a result, MALDI is rarely used for the analysis of low-molecular-weight analytes (<500 Da). Additionally, the quality of MALDI images greatly depends on the matrix-deposition method and the uniformity of the coating. A variety of matrix-application techniques have been developed to achieve homogeneous coating, but these methods require extra sample preparation time and expensive instrumentation.

Nanostructure-initiator mass spectrometry (NIMS) is a newly developed matrix-free technique for surface-based analysis that extends the observable mass range to small molecules not readily detectable by MALDI. The application of NIMS to tissue imaging has recently been demonstrated using a nanostructured silicon surface to trap initiator materials that adsorb the analytes to their surface. The analytes are then desorbed by laser irradiation. NIMS is a "soft" ionization method that allows direct characterization of a wide range of biological molecules, fluids, and tissues with little or no analyte degradation. Advantages of NIMS that make it especially attractive for imaging include the absence of a matrix, high sensitivity, low background, minimal sample preparation, and flexibility in irradiation sources (e.g., laser or ion).

Carbohydrates and steroids are biologically important classes of molecules that are difficult to observe by current surface-based MS methods as a result of their poor ionization efficiency. The most effective approach to detect carbohydrates with MALDI has been with the use of 2,5-dihydroxybenzoic acid (DHB) matrix, but inhomogeneous cocrySTALLization of the analytes and matrix generally results in substantial shot-to-shot variability. Further-

more, the matrix interferes with the detection of important low-mass carbohydrates like glucose, sucrose, and maltotriose.

Alternatively, chemical derivatization strategies such as permethylatin and sulfation have been used to enhance MS detection of carbohydrates and steroids, respectively. For steroids, chemical derivatization approaches are traditionally used with gas chromatography/MS (GC/MS). Although GC/MS has proven successful for the analysis of some steroids, chemical preparation is time-consuming and the derivatization process depends on the individual properties of the steroids. Thus, other ionization techniques (like atmospheric pressure chemical ionization or atmospheric pressure photoionization) have also been used to analyze intact steroids without derivatization. However, these approaches do not readily allow for MS imaging.

In this report, we describe a new MS method combining spray deposition and NIMS to detect carbohydrates and steroids without sample derivatization. The method was implemented to quantify the concentration of glucose and cholesterol in human serum. We then show the application of our approach to image the sucrose distribution in a Gerbera jamesonii flower stem and cholesterol distribution in a mouse brain.

**EXPERIMENTAL SECTION**

**Materials.** Glucose, glucose 13C6, sucrose, maltotriose, maltohexaose (G6), maltoheptaose (G7), γ-cyclodextrins, cholesterol, ergosterol, trans-androsterone, progesterone, corticosterone, prednisone, human serum, NaCl, AgNO3, ethanol, acetonitrile, chloroform, and formic acid were purchased from Sigma-Aldrich (St. Louis, MO). Hydrofluoric acid (HF) and methanol were purchased from Fisher Scientific (Fair Lawn, NJ) with the highest purity available. Nanopure water was obtained from a Millipore water purification system (Millipore, Bedford, MA) with a resistivity more than 18 MΩ cm.

**Initiator Materials.** Bis(hexadecylglio-1,1,2,2-tetrahydrodecyl)tetramethylsiloxane (BisF17) and 3-aminopropylmethyIethoxysilane (APDMES) were obtained from Gelest (Morrisville, PA).

**Preparation of NIMS Surfaces.** A detailed description of the preparation of NIMS surfaces is reported elsewhere. Briefly, single-side polished p-type (100) silicon wafers (500–550 μm thick) with low resistivity (0.01–0.02 Ω cm) were obtained from Silicon Quest International (Santa Clara, CA) and cut into 3.3 cm × 3.3 cm pieces. The pieces were then soaked in a mixture of sulfuric acid and hydrogen peroxide (piranha) solution (2:1) for 30 min. The chips were rinsed by nanopure water and blown dry with

---

nitrogen gas. Etching was performed by clamping chips between gold foil (anode) in a Teflon chamber that was subsequently filled with 25% ethanolic HF solution. A platinum loop immersed in the HF solution served as the cathode. Etchings were performed in constant-current mode (300 mA) for 30 min using a BIO-RAD PowerPack1000 power supply (Hercules, CA). Etched nanostructure silicon surfaces were rinsed with methanol and blown dry with nitrogen. The chips were stored in initiator for 30 min and then blown dry with nitrogen gas.

Mass Spectrometry and Tissue Imaging. All mass spectra and images were acquired using a MALDI time-of-flight (TOF) or MALDI-TOF/TOF mass spectrometer (Voyager DE-STR or 4800, Applied Biosystems, Foster City, CA). A nitrogen laser at 337 nm or a Nd:YAG laser at 355 nm was used. The spectra were recorded in reflection mode using an accelerating voltage of 20 kV, a 66% grid voltage, and a 50–200 ns delay extraction. Typically, 10–60 laser shots were collected per spectrum. Propafenone and bradykinin fragment 2–9 were used to calibrate the mass spectrometer in the low-mass range. Mouse brains were sectioned by using a Leica CM1850 cryostat (Lecia Microsystems Inc., Germany), thaw-mounted onto NIMS chips, and stored at ambient conditions for ∼30 min prior to analysis. Images were acquired using MALDI MS Imaging Tool software with a typical resolution of 75 × 75 µm. Data analysis and image reconstruction was performed using BioMap software.

Metabolite Identification. Metabolite identifications were determined by mass (the mass accuracy of our MALDI-TOF data is <100 ppm). Identifications were confirmed by comparing the MALDI-TOF/TOF fragmentation pattern of the ion to that of an authentic model compound.

Spray Deposition. Spray deposition was performed by using a fused-silica PicoTip emitter (New Objective, Woburn, MA). A continuous supply of NaCl or AgNO₃ solution was accomplished using a syringe pump set at a flow rate of 200 to 600 µL/h and a typical spray voltage of +2 to +3 kV. Concentrations of NaCl and AgNO₃ were 1 mg/mL and 0.5 mg/mL in 50% methanol/water solutions, respectively. A stable spray was achieved by optimizing the flow rate and voltage. Typically, 200 µL of solution was deposited on the entire NIMS surface. After the spray deposition, the NIMS chip was incubated at 90 °C for 5 min before applying the initiator.

Quantitative Analysis of Glucose and Cholesterol from Human Serum. All data analyses were performed by averaging 60 laser shots per spectrum, and each spectrum was collected at different locations within the sample spot. Data processing involved baseline correction and noise filtering. Quantitative analysis was performed using the standard-addition method. Calibration curves were constructed by plotting the peak intensity of the analyte to the internal standard versus the concentration of the spiked analyte. All calibration curves were fitted to a nonweighted linear regression, and standard deviations were calculated by 10 individual measurements. Both glucose and cholesterol showed similar variation in the concentration range 1–200 µM. The coefficient of variation over this concentration range was determined to be 15% from 3 replicates measured on different days. We observed higher variation with increasing analyte concentration.

Preparation of Gerbera jamesonii Stems and Mouse Tissues. Gerbera jamesonii flowers were purchased from a local florist. A small piece of stem was cut with a razor blade and snap frozen in OCT compound-embedding medium (VWR International, West Chester, PA) on dry ice, equilibrated to −20 °C, sectioned to 3–5 µm, and deposited on the NIMS surface. Adult male mice (Balb/cByJ) were obtained from The Scripps Research Institute Rodent Breeding Colony and maintained according to the Institutional Animal Care and Use Committee (IACUC) approved protocols. Mice were deeply anesthetized by isoflurane inhalation and sacrificed by cervical dislocation. Brains were collected, snap frozen in OCT compound-embedding medium on dry ice, equilibrated to −20 °C, sectioned to 3–5 µm, and deposited on a NIMS surface. All procedures were approved by the IACUC at The Scripps Research Institute and conform to the National Institutes of Health guidelines.

Safety Considerations. Piranha solution is highly reactive and can become extremely hot when prepared; it is corrosive and irritating to the eyes, skin, and respiratory tract. When working with piranha solution, it is recommended that one always use glass containers as Piranha can melt plastic. We prepared piranha solutions by adding peroxide to acid (violating the “add acid to water” rule), adding the peroxide solution very slowly while mixing the solution with a clean Pasteur pipet or glass rod. When mixing the solutions, one should be in a ventilated fume hood wearing gloves, a lab coat, and goggles. As with HF handling, extreme care should be taken because of the toxicity and corrosiveness of the solution. All inhalation, ingestion, and skin and eye contact should be strictly avoided. Etching of silicon wafers should be conducted in a ventilated fume hood using proper double-layered nitrile gloves, a lab coat, and goggles. HF solution spills and burns should be neutralized and treated with 2.5% calcium gluconate gel.

RESULTS AND DISCUSSION

Coupling Spray Deposition with NIMS. The use of spray deposition for sample application with MALDI has been applied by others to improve homogeneous sample introduction and to reduce shot-to-shot variability. Spray deposition of cations, however, to uniformly enhance ionization has not yet been explored for surface-based MS applications such as biofluid analysis and tissue imaging. In this study, spray deposition of ions on NIMS surfaces was achieved using the configuration shown in Figure 1A. Spray deposition results in the formation of fine, positively charged droplets that dry quickly on the NIMS surface. An important factor in achieving homogeneous ion deposition is spray stability, which is dependent upon a variety of factors including flow rate, the diameter of the capillary tip, the spray solvent, the electric potential, and the distance between the spray tip and the NIMS chip. The best results were achieved with a flow rate of 400 µL/h, a 30-µm diameter tip, a spray voltage of 3 kV, analyte solutions of 50% methanol in water, and a separation distance of ~30 mm between the capillary tip and the NIMS chip. To facilitate uniform deposition over the entire surface of the NIMS chip, we used a computer-controlled X–Y stage that mechanically moved the NIMS chip (Figure 1B).

process, we prepared a potassium-rich surface using KCl solution in contrast to Figure 1E, the signal from potassiated glucose at m/z 219 dominates the spectrum without an observable peak at m/z 203. This method for ionizing carbohydrates demonstrates the flexibility of NIMS to detect molecules that undergo specific cationization.

Detection of Carbohydrates using NIMS. One of the most challenging aspects in MALDI analysis of oligosaccharides is the low-ionization efficiency of carbohydrates. It is well established that most carbohydrates ionize via Na\(^{+}\) or K\(^{+}\) adducts.\(^{28}\) Given that the ionization efficiency of carbohydrates is generally higher with Na\(^{+}\) adducts relative to K\(^{+}\) and other alkali metals,\(^{28}\) all the carbohydrate analyses presented here were performed using Na\(^{+}\) as the cationization metal. Spray depositing excess amounts of NaCl (∼3 µmol/chip) provides a rich-sodium cationization source without removal of metal impurities, which may be present at low levels depending on the sample analyzed. Figure 2A displays the NIMS spectra obtained from a mixture of sucrose and maltotriose (500 fmol and 800 amol each). The ion signals at m/z 365 and 527 correspond to the sodiated ions of sucrose and maltotriose, respectively. Potassium adducts are not observed due to the much greater concentration of Na\(^{+}\) relative to K\(^{+}\) ions present on the surface. In addition to small-molecule carbohydrates, higher mass oligosaccharides with different structures were also tested. Specifically, we examined malto-oligosaccharides (maltohexaose and maltoheptaose) and cyclic oligosaccharides (β- and γ-cyclodextrin) given their clinical value in measuring α-amylase activity in human serum and urine.\(^{43,45}\) The successful detection of these oligosaccharides highlights the potential use of NIMS as an assay for measuring enzymatic activity.\(^{46}\) Figure 2B,C shows the NIMS spectrum of a maltohexaose and maltotriose mixture (50 fmol each) and a β- and γ-cyclodextrin mixture (500 amol each), respectively. It is interesting to note that cyclic oligosaccharides are detected with substantially higher sensitivity than malto-oligosaccharides. The higher ionization efficiency of cyclodextrin relative to malto-oligosaccharides is probably due to the larger number of hydroxyl groups present in the center of the cyclodextrin structure capable of forming sodium adducts.\(^{47}\)

Quantitative Analysis of Human Serum Glucose. We further extended our analysis of carbohydrates using cation-enhanced NIMS to investigate glucose in human serum. Molecules greater than 10 kDa in human serum were removed by a microfilter under centrifugation at 12 000 g for 30 min. The filtered serum was then diluted 100 times in nanopure water. Quantitative analysis of glucose was performed using the standard-addition method with glucose\(^{13}\)C\(_6\) as an internal standard. Typically, 1 µL of the serum sample was spotted on the NIMS surface and air-dried. A calibration curve of glucose was obtained by plotting the ratio of the peak at m/z 203 to the peak at m/z 209 as a function of spiked-glucose concentration. Depending on metabolism and fasting, normal levels of glucose in human blood

Carbohydrates and steroids generally do not ionize in protonated form (MH\(^{+}\)) and therefore typically cannot be detected using traditional NIMS or other surface-based approaches. Instead, both carbohydrates and steroids are preferably cationized by metal ions.\(^{30,43,44}\) Sodium adducts (MNa\(^{+}\)) are formed by carbohydrates, and silver adducts (MAg\(^{+}\)) are formed by steroids. Spray deposition of NaCl or AgNO\(_3\) on the NIMS surface provides a source for cationization. Figure 1C,D displays the NIMS spectra of (E) testosterone and (D) vitamin D\(_3\) at 300 fmol with spray deposition of (C) testosterone and (D) vitamin D\(_3\) ionized by metal ions.\(^{30,43,44}\) Sodium adducts (MNa\(^{+}\)) are formed using traditional NIMS or other surface-based approaches.

---


---

Figure 1. (A) Schematic diagram of the spray-deposition setup. (B) Photograph showing the spray-deposition system. NIMS spectra of (C) testosterone and (D) vitamin D\(_3\) at 300 fmol with spray deposition of AgNO\(_3\). NIMS spectra of glucose at 300 fmol with spray deposition of (E) NaCl and (F) KCl.
range from 70 to 125 mg/dL. The calibration curve of glucose in human serum measured by cation-enhanced NIMS showed good linearity ($R^2 = 0.9975$) in the working range 1–200 µM. From the calibration plot, the concentration of glucose in standard human serum obtained from Sigma-Aldrich was estimated to be 4.1 mM ($\sim 74$ mg/dL), which is within the normal concentration range listed above. The results show the applicability of cation-enhanced NIMS to quantitatively analyze small metabolites in complex biological matrices.

**Imaging Sucrose from a Gerbera jamesonii Stem.** Sucrose is considered to be a key sugar in plant life that plays a crucial role in photosynthesis, nutritional transport, development, storage, and signal transduction. Accordingly, sucrose metabolism is fundamental to plant biology, and monitoring changes in the spatial localization of this carbohydrate (as well as others) offers important insight into plant physiology.

Sodium-enhanced NIMS was used to image the sucrose distribution of a *Gerbera jamesonii* flower stem to demonstrate the applicability of the approach in investigating plant metabolism. Figure 4A shows an optical image of the cross-section of the stem mounted on the NIMS surface. Both sodium and potassium adducts of sucrose were observed in the mass spectrum. The potassium adducts of sucrose are relatively strong because potassium is one of the essential macronutrients in plants. The distribution of sucrose $[MNa^+ \text{m/z} 365]$ is displayed in Figure 4B. Sucrose was found to be highly localized in the vascular cambium but was also detected at a lower concentration in the phloem. As expected, however, sucrose was almost entirely absent in the xylem. The differential distribution of sucrose is consistent with the observation that sucrose metabolism mainly occurs in the vascular cambium region.

**Detecting Steroids Using NIMS.** Steroids are another class of molecules that are not effectively ionized by electrospray or MALDI because they lack a site for protonation or deprotonation. The use of silver for HPLC analysis of olefins has been well established given the preference of silver binding to double bonds. Recently, silver nanoparticles have been used as a matrix for selective ionization of olefinic and cuticular wax compounds.
Here we explore the deposition of AgNO₃ ions on a NIMS surface for enhancing the detection of steroids. When preparing the steroid solutions to be spotted on the NIMS chips, chloroform was used because steroids are generally not soluble in water. Although BisF₁ is generally used as the initiator in NIMS experiments, nonpolar solvents such as chloroform spread out on the BisF₁ surface, thereby lowering the experimental sensitivity. Thus, we chose APDMES as an alternative initiator. Spotting chloroform on the APDMES surface results in less solvent spreading and therefore retains the high-sensitivity characteristic of typical NIMS experiments. Figure 5A shows the NIMS spectrum of a mixture of steroids composed of trans-androsterone, progesterone, corticosterone, and prednisone (500 fmol each) with APDMES initiator. All ions were observed intact as silver adducts (MAg⁺).

To further examine the utility of silver-enhanced NIMS, we analyzed cholesterol and measured its limit of detection. Figure 5B shows the [cholesterol + Ag⁺] spectrum (m/z 493 and 495) obtained from the analysis of 100 fmol of cholesterol. These results establish the effectiveness of experimentally modifying NIMS to selectively ionize specific chemical species. For example, metal ions used to capture phosphopeptides from a protein digest could potentially be measured using the NIMS approach described here.

---

**Figure 4.** NIMS imaging of a *Gerbera jamesonii* flower stem. (A) Optical image of the stem mounted on the NIMS surface: X, xylem; VC, vascular cambial; P, phloem. (B) Corresponding sucrose [MNa⁺ m/z 365] distribution as obtained from sodium-enhanced NIMS. (C) MS/MS data from the flower stem and a commercial standard to confirm the identification of sucrose.

---

**Figure 5.** Silver-enhanced NIMS spectra of steroids. (A) Mixture of trans-androsterone, progesterone, corticosterone, and prednisone (500 fmol each). (B) High-sensitivity measurements of cholesterol at 100 fmol. The data were acquired using AgNO₃ coated NIMS chips with APDMES as the initiator.

---

**Figure 6.** Calibration curve of cholesterol in human serum using ergosterol as an internal standard. The curve was obtained by plotting the ratio of the peak at m/z 493 [cholesterol + Ag⁺] to the peak at m/z 503 [ergosterol + Ag⁺]. Error bars were determined from the standard deviation of 10 individual measurements. Note that error bars increase with cholesterol concentration.

---

Quantitative Analysis of Human Serum Cholesterol. The silver-enhanced NIMS approach for detecting cholesterol was applied to analyze cholesterol in human serum. The American Heart Association recommends a total cholesterol level less than 200 mg/dL to reduce risk of heart disease and stroke. Human serum (without filtering) was diluted 100 times in nanopure water with ergosterol for an internal standard. A calibration plot of cholesterol was obtained by taking the ratio of the cholesterol peak at m/z 493 to the ergosterol peak at m/z 503 as a function of spiked-cholesterol concentration. The calibration curve of cholesterol in standard human serum obtained from Sigma-Aldrich is plotted in Figure 6. Similar to the glucose calibration plot, a good linearity ($R^2 = 0.9969$) is exhibited in the working range 1–200 µM. The concentration of cholesterol in the standard human serum was estimated to be 4.2 mM (~164 mg/dL), which is within the normal recommended cholesterol range. Taken together, the glucose and cholesterol quantification results show the potential applicability of NIMS analysis to the clinical laboratory.

Imaging Intact Cholesterol from Mouse Brain Tissue. Cholesterol is a ubiquitous sterol in healthy brain tissue and an important regulator of lipid organization. Defects in cholesterol metabolism, such as those present in Smith–Lemli–Opitz syndrome, severely affect growth, development, and overall brain function. The capacity to obtain high-resolution images of the distribution of cholesterol, particularly in brain tissues, could improve our understanding of normal neurological development and diseases affecting cholesterol metabolism.

CONCLUSIONS

This study shows the applicability of NIMS to detect compounds that are challenging to observe with traditional MS analysis. Cation-enhanced NIMS is a flexible approach for analyte-specific applications and enables direct analysis of metabolites from complex biological matrices and tissues. In particular, quantitative analysis of glucose and cholesterol from human serum was demonstrated and the potential clinical utility highlighted. The approach was further applied to MS imaging where the

---

distribution of sucrose in a Gerbera jamesonii stem and the
distribution of cholesterol in a mouse brain were acquired. The
data presented here suggest that selecting ions for deposition that
bind specifically to unique metabolites may provide new avenues
to utilize NIMS for metabolite-specific applications (e.g., targeted
metabolomics).

ACKNOWLEDGMENT

Financial support was received from the Department of Energy
(Grants FG02-07ER64325 and DE-AC0205CH11231) and the
National Institutes of Health (Grants NIH U54RR025204,
5F30MH062261-08 and R24EY017540). G.J.P. and H.-K.W. con-
tributed equally to this work.

Received for review June 30, 2009. Accepted November
12, 2009.
AC9014353